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Change program name

Set Acceleration slope
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Set Timer
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Set Temperature (Refrigerated model only)

Press 5 sec to lock or unlock program
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AFl Centrifuge

3, Rue Nicolas Copernic - ZA Nord Bazouges
53200 CHATEAU-GONTIER
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USER PREFERENCES :

Speed in RPM or RCF

Frequency for greasing
reminder (in cycles)

Shows Usage log of
centrifuge

Shows Error log of
centrifuge

Temperature displayed in
Celsius or Fahrenheit

Timer starting :

ON : at reached set speed
OFF : when you press start
Timer mode :

UP : Count up

OFF : Countdown

Keyboard type :
QWERTY / AZERTY

End of cycle audible alarm

End of cycle automatic lid
opening

Screen standby mode
SERVICE MENU
(restricted access)

HARDWARE-SOFTWARE
INFORMATION

Sales :
+33(0)2 4306 1519
contact@afigroups.com

Support & Service :
+33(0) 24306 66 76
sat@afigroups.com
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